[Roentgen ray dose for effective aluminum filtering].
The aluminium equivalent of the effective prefiltration of an X-ray tube assembly varies significantly with the tube voltage. Neglecting this fact has up to now led to considerable differences in stated dose values. Corrected values for the whole appropriate range of tube voltages and Al filtrations are indicated.